Series B Modular Power Supplies 
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Military Quality Power Modules 
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THE PERFECT SUPPLY FOR INTEGRATED 

CIRCUITS!! ACCESSORY SCR 

CROWBAR PREVENTS OVERVOLTAGE 

CONDITIONS PROTECTS 

CRITICAL VOLTAGE SENSITIVE LOADS. 


OTHER APPLICATIONS 


DIGITAL LOGIC MICRO CIRCUITS 

OPERATIONAL AMPLIFIERS 
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FEATURES 
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• ALL SILICON - 7I°C OPERATION 

• SELF COOLED - REPAIRABLE 

• 10 MICROSECOND RECOVERY TIME 

• FULL RANGE OUTPUT ADJUSTMENT 

• ADJUSTABLE CURRENT LIMITING 

• SERIES, PARALLEL AND MASTER-SLAVE OPERATION 

• UNITS MOUNT TOGETHER FOR DUAL OUTPUTS 

• PLUG OR WIRE IN. CONNECTOR SUPPLIED 

• 

MAJOR SPECIFICATIONS 

INPUT 105-125 VAC, 50- 

LOAD REGULATION .05% OR 5 mv 

LINE REGULATION .05% OR 5 mv 

-400 Hz RIPPLE & NOISE 500 MICROVOLTS 

ISOLATION 300 VOLTS 

SIZE 3 1/4 X 3 3/8 X 4 1/2 


' / : : : ! / O/:; : . : I: . ' . . : ; 


RATINGS 


MODEL 

VOLTS 

AMPS 

PRICE 

B 

10 - 

.6 

1 - 10 

0 - 

.6 

$59 

B 

10 - 

1.2 

1 - 10 

0 - 

1.2 

69 

B 

20 - 

.35 

1 - 20 

0 - 

.35 

59 

B 

20 - 

.7 

1 - 20 

0 - 

.7 

69 

B 

40 - 

.2 

1 - 40 

0 - 

.2 

59 

B 

40 - 

.4 

1 - 40 

0 - 

.4 

69 


CROWBAR - ADD SUFFIX C AND $ 15 TO UNIT PRICE 



□ Please send me more information on your Series B 

□ Please have a representative call. 


Name 

Title 

Company 

Address 

City State Zip 


WI3SAHICKON AVE., NORTH WALES, PA. 19454 
PHONE: (215) 699-9261 TWX; (510) 661-8061 


Place 

Stamp 

Here 



WISSAHICKON AVENUE 
NORTH WALES , PA. 19454 


inc. 
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PRESENTS THE FINEST LAB SUPPLIES 



l3eltron is proud to present the NEW — ALL SILICON 
RP I ine of precision regulated power supplies. The 
series consists of 17 models of metered, half rack, 
laboratory type power supplies. Six of these models 
are DUAL RANGE and the entire series features 
AUTOMATIC CROSSOVER between voltage and 
current, and operate in series and parallel. The 
retractable handle provides for briefcase portability. 

RP UNITS ARE YOUR BEST BUY IN LABORATORY 

POWER SUPPLIES Most of these models are 

available for off the shelf delivery. 



DC OUTPUT RANGE 


MODEL 

VOLTS 

AMPS 

PRICE 

RP20- 1.5 

0- 10 

0-3 

$ 175. 


0-20 

0- 1.5 


RP30— 1 

0- 16 

0-2 

$ 175. 


0-£2 

0- 1 


RP40-.75 

0- ab 

0-1.5 

$ 175. 


0-4t> 

0 — .75 


RP50-.6 

0-25 

0- 1.2 

$ 179. 


0-50 

0 — .6 


RP60-.5 

0-32 

0- 1 

$ 179. 


0-64 

0— .5 


RP 100-.3 

0-50 

0 — .6 

$ 179. 


0- 100 

0*- . 3 


RP 10-3 

0- 10 

0-3 

$ 159. 

RP 15-2 

0- 16 

0-2 

$ 159. 

RP 20— 1.5S 

0-20 

0- 1.5 

$ 159. 

RP20-3 

0-20 

0-3 

$ 195. 

RP20-5 

0-20 

0-5 

$ 295. 

RP25- 1.2 

0-25 

0- 1.2 

$ 159. 

RP30- IS 

0-32 

0- 1 

$ 159. 

RP30-2 

0-32 

0-2 

$ 195. 

RP40-.75S 

0-40 

0— .75 

$ 159. 

RP40- 1.5 

0-40 

0- 1.5 

$ 195. 

RP40-2.5 

0-40 

0-2.5 

$ 285. 

RP40-5 

0-40 

0-5 

$ 325. 

RP50-.6S 

0-50 

0— .6 

$ 163. 

RP50- 1.2 

0-50 

0- 1.2 

$ 199. 

RP50- 1.5 

0-50 

0- 1.5 

$ 205. 

RP60-.5S 

0-64 

0 — .5 

$ 163. 

RP60- 1 

0-64 

0- 1 

$ 199. 

RP60-2.5 

0-64 

0-2.5 

$ 325, 

RP 100 — ,3S 

0- 100 

0— .3 

$ 163. 

RP 100-.6 

0- 100 

0— .6 

$ 199. 


NINE NEW MODELS 
PRICES REDUCED UP TO 28% 

r 

□ ALL SILICON 

□ 0.01% REGULATION 

□ FRONT & REAR TERMINALS 

□ CONVECTION COOLED 

□ NO OVERSHOOT ON TURN ON, TURN OFF 

□ REMOTE PROGRAMMING & SENSING 

□ HIGH QUALITY - LOW PRICE 


Rack adapters available — $ 15.00 


Please enter our purchase order number 

and ship the following: 

Quantity Model Price 


Company 

Address 

City State Zip 


r i Please send more information on your RP series 
1 1 Please have representative call. 


Name 

Title 


Company 
Address . 

City 

State 


Zip 


301 B 5/66 


AUTHORIZED SIGNATURE 





